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• IN THE EVALUATION of the char¬ 
acter of a noise, then? is no a<l(H]uate sub¬ 
stitute for a fre<]uency analysis by either 
a continuous-sptH'tnim analyztT or an 
oc’tave-band anjiJyzer, whether the purpose 
of the measurement be to determine the 
characteristics of a noise source or to (*s- 
timate the elTects of a noisy environment. 

In some noise surveys, however, whicli are 
commonly made with a sin^h* instrument, such as the Typk Ioo. 5-A^ 
Sound-Survey Meter, it is often helpful to be able to estimate the 
spectral distribution of the nois<\ 

The following article by Mr. .Jerome H. Cox. Jr,, of the Loss Pre¬ 
vention Department, 

Lil)erty Mutual In.'^ur- 
ance Company, outlines 
a metluxi of making this 
est imate. 

—Editor 


Figure 1. View of the Type 1555- 
A Sound-Survey Meter. When 
noise meosurements ore mode 
with this instrument, the approxi¬ 
mate frequency analysis is par¬ 
ticularly useful. 
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staniiurd simiid-lcvel meter* liiius 
three vveigliting networks, which have 
the fitKiuency cluiractcristics shown in 
Figure 2. One of those is usually selected 
for a given mejLsiirejiient according to 
th<* observed lev<*l, so that only one 
reading is taken. Actually, of course, 
since lliese weighting networks difTer 
in freriuency response, one can expect 
to learn more about the noise by taking 
t hr(?e readings than by taking only one. 
Oons(H]uently, many engineers regu¬ 
larly use all three weighting netwiirks 
whenever they measure a noise. 

On the biusis of the relative readings 
obtained b}^ using the three weighting 
networks, some estimate of the distri¬ 
bution of noise energy as a function of 
fr(*r|uency is often made. This estimat(» 
is usually colore<l by the experience 
anil intuition of the engineer, particu¬ 
larly when he is guided by a subjective 
estimate of the sound. 

It is possible, however, to set up a 
systematic priwedurc to estimate the 
approximate frequency distribution. As 
an initial attempt in this direction, the 
set of charts show n in Figure 3 htis l)een 
f)repared. (.)bviously, this methoil of de¬ 
termining the spectrum of a noise is 

• ASA Z’il 3—HM I, S«iuiitl*l..rvrl Mrlcrs, Ainoxiciin 
StADiijinlM .\je»6iOi'ia(ion. 


not an accurate one; the weighting 
networks are not de.signetl to perform 
the function of frerpiency analysis, and 
the tolerances on the response of these 
networks are comparatively large. 

Division info Three Bonds 

Since there w’ill be three readings for 
each noise, it has been iissumed that 
approximate levels in three bands could 
be obtained. A study of the nctw'ork 
characteristics led to a division of the 
spectrum as follows: A low’-frequency 
band from 20 to 150 c; a middle fre¬ 
quency band from 150 to GOO c; and a 
high-frequency band from GOO to 8.(K)0 c. 
For comparison, the eight bands of the 
octave-band analyzer are 20 to 75 c, 
75 to 150 c, 150 to 300 c, 300 to GOO c, 
(m U» 1200 c, I2(K) to 2400 c, 2400 to 
4800 c, and 48(X) to 10,000 c. 

The band from (>00 to 8,000 c seems 
unusually w ide, but it is easy to see that 
this width is dictated by the network 
charaideristics. Figure 2 shows that 
the response of the three netw^orks is 
essentially the same al>ove 600 c. Thus 
a noise that has no components below 
(XX) c would give nearly the same read¬ 
ings on a sound-level meter for all three 
weighting networks, and one could not 
tell directly from the three level read- 



Figure 2. Froquency re* 
sponse charocteritfics for 
sound-level meters. Amen 
con Standard for Sound • 
Level Meters, Z24.3-1944. 



lET LABS, INC in the GenRad tradition 

www.ietlabs.com 

534 Main Street, Westbury, NY 11590 TEL: (516) 334-5959 • (800 ) 899-8438 • fax: (516) 334-5988 























































3 


JUNE, 1953 


LOW BAND (20*l50cps) 



°0 5 10 15 20 

Lq-La decibels 


MIDDLE BAND(l50-600cps) 



Lr“ Lii 


10 15 20 

DECIBELS 


Lc = Level reading obtained when using the C*weighting network =Over-all Level. 

Lc^La =DifFerence in readings of level with C-weighting and ^-weighting networks, 

Lc — Lb ^Difference in readings of level with C-weighting and B*weighting networks. 

lC“-L/=Level to be subtracted from the C-weighting level to obtain “Low-Band" (20-150 c.p.s.) level. 

=Lovel to be subtracted from the C-weighting level to obtain “Middie-Band" (150-600 c.p.8.) level, 
lc — III =Level to be subtracted from the C-weighting level to obtain “High-Band" (600-8,000 cp.s>) level. 


Figure 3. Curves for calculating an approximate 
frequency analysis in three bands from level read¬ 
ings taken when using the three sound-level meter 
weighting networks. The meosured value of Lc — La Is 
entered at the abscissa of each graph, proceeding 
vertically to the curve labeled with the measured 
value of Lc— Lb, then horizontally to the ordinate 
value for each of the three bands corresponding 
to the difference between the individual band levels 
and the over-all level, 

ings anytliing ul»out Uio (listribiiliori 
within this hroatl hand. Mem is where 
an exjterienced engineer ran use hi.s 
subjective estimate of the noise to dis- 
(inguish between a broad-l>und hi.ss and 
a narrow-band, pitched noise. l'>e- 
(piently, he can in this way make a good 
(‘stimate of how the noise energy is 
distributed in this high-frequency band. 

Inciflentally. the directivity charar- 
Ieristics of the micro])lione at high- 
frequencies can also be helpful in mak¬ 
ing this estimate, Itut a di.scussion of 
(hat proceflure will not be attempted 
here. 


HIGH BAND{600-8,000cps) 
Lc~L 9 = 2 34 56 7 decibels 



0 5 10 15 20 

Lq-La DECIBELS 


Description of Charts 

The charts of Figure 3 were prepareil 
by a method of successive appro.xiraa- 
tions from the characteristics of tlie 
three weighting networks. This method 
used experimental data taken on in¬ 
dustrial noise spectra to make the final 
adjustment of the curves. 'I'he distri- 
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l>urKiii of c'lKM^y in Ihoso spiM’tr.H difl 
not vary rapidly with frc<|iu*ncy. 

'riif (•hart»s use flip symbol L lor a 
1pv(‘I in <lecil)els (all with rospt»(!l to 
the standard rofonmvo IpvpI of 0.0(K)2 
/uhar), and a suhsj’Hpt on this syrnlu)! 
is usod to dcsiKiiatv a particular lc^*el. 
lo)r l•^amph^ Lc the level reading 
ohtaiiKMl when usin^ the weightin^; net¬ 
work lahelefl (\ and Lc L \ is the dif- 
fereiK'e in readinj^s of lev«‘l with f- 
weij^litinjr and .l-weiti:htinj( networks. 
'File .subscripts /, m, and h ar(‘ used to 
designate the low-fre(iueney band (20- 
loO e), the middle-frecpiency band {loO- 
t‘)00 c). 1^*^' high-frts|ueney baial 

{I >( H) -SOOO e). respecti vely. 

'I'he charts are used as follows: 

1. tlbtain the dilTerenee in readin^i;s 

of level with the T-weigh ting an<l .1- 
weighling networks (Lr ivnd with 

the f’-weigliting and /^-weigliting net¬ 
works {Lc L/f). 

2. ()n each graph find the point on 
tin* abscissa that corresponds to the 
observed level dilTerenee Lc L^. Pro- 

vertically from this point to an 
int(‘rsection with a line labeled with th<* 
ob.scrvi'd level ditTerence Lc Ijh- d'hen 
proec'cd Innizontally from this point of 
intei'seetion to find the level to be sub¬ 
tracted from Lc. 

It Subtract from f,c the level ob¬ 
tained in this fashii)!! on ea<'h of the 
tliree graphs. 1'he result is then the ap¬ 



proximate level in each of the threi' 
bands. 

Accuracy of Technique 

A number of field measurements, 
which included both octave-band analy¬ 
ses and sound-level readings on all three 
networks, have been used to test the 
validity of these chart.s. The band levels 
computed from these chartxS were com¬ 
pared with lev'els for the same bands 
computed from the octave-band analy¬ 
ses. The comparison indicates that band 
levels eoi-responding to solid portions 
of the curves on the graphs are usually 
accurate to ±3 db. 'Fhere is a significant 
percentage of irregular esuses, however. 
For example, if the noise energy is con¬ 
centrated in a narrow band, which is 
true for a pure tone, or if the imise 
fluctuates markedly in lev^el with time, 
larger errors than db can be e.x- 
pected. If the A, H, and C readings can¬ 
not be repeated within 0.5 db, good ac¬ 
curacy cannot be expected. 

(Vrtain noises in which the energy 
is localized at one end or the other of 
the lower and middle bands cannot be 
analyzed by this method. Usually this 
type of spectrum will result in Lr L\ 
rallies that do not fall on the Lc Lff 
curves. Mere, again, an experienced oIh 
server can sometimes use a subjective 
estimate (»f the noise to guide him in 
estimating the spectrum when the 
charts fail, but little confidence should 
be attached to extrapolation of these 
curves. Similarly, the dotted portions of 
the curves are regions of poor accuracy. 

Examples of Use 

.\n analysis of the freiiuency distri- 
bution of the noise energy is usually 
e.^.sential for the satisfactory solution 

Figure 4. Raling chart for office noises. tCourfesy 
Beronek and Newman) 
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of a noise prohlem. The analysis oIh 
tained from the charts of 3 is 

only a partial step in providiiiK the in- 
fomiation re<|uired for a solution, hut 
it usually ^ives a better idea of the 
mat;nitu<lo of the problem than one can 
obtain from a sinj^le sound-level read- 
iriR. In addition, subsequent measure¬ 
ments and analyses (’an be more adc*- 
(|uately planned after the preliminary 
survey has bc’en made. 

In order to interpret the band levels 
idven by this partial analysis, it is us¬ 
ually helpful to convert the levels into 
values similar t(» those used for the (k*- 
tav('-band analyzer. For e.xample, th(‘ 
spee'ch-interference level* * is a usi’ful 
reference value that can be obtained 
from an octave-band analysis. With 
slij^hfly l(»ss accuracy than the band 
charts have, this speech-interference 
level is approximately equal to the level 
in the high-frequency band less (» db 

I.. Hrntnrk. "Nniiir Control in Oflicr anil K«rtor>’ 
Sp«r«*.” TmnMitifiiuHM of C'bpintntl-Knittnf>rnnic C«infpr- 
rnm», Hullrtin No. 18. IO.tO, Indantrial Hyirirnr FiMimla- 
fion. .Mrtlon la<<titutp. np. 2ft— 

>11. O. Parrark. “Phytiiolo^ipnl and pHyrholnsii’al 
KUrPtnof Nniw',” ProcfrdiHOK oi iho Second Annual Noim’ 
.\hntcmcnt Syinixwiuin, Ortolnr 5, pp. 21—«'18. 


(speech-interfemice level = La t>). If 
this speec’h-interference level is high, 
the ability to converse will be seriously 
interfered with. For examjile, if you an* 
trying to give involved instructions to a 
workman two feet away, your voice will 
have to be very loud to be heard satis¬ 
factorily when the noise produces a 
spefH’h-interference level of 70 db. 

.\nother u.sc* of spm*h-interference 
level is in rating office* noi.se.s* lus shown in 
Figure 4. These curves can be used t(j de¬ 
termine the desirability of noise control. 

.Vn analysis of tin* noise is also im¬ 
portant for planning the .steps necessary 
for reducing noise levels, since the most 
suitable control nu*asur(*s depend on 
the fre(|uency spectrum of the noise. 
For example, the ordinary acoustic 
treatment luis little effect at low fre- 
(piencies. Because this simple three- 
band analysis does indicate how the 
noise energ>' is distributiHl, one can use 
the re.sults of the analysis as a guide in 
selecting the noise reduction technique 
to be tned in a given situation. 

—.1. H. ('o.x, Ju. 


Figure 5. Determining noise level ond speech-interference level in a business office with the Type 1551-A Sound- 

Level Meter. 
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TWO-TERMINAL DIELECTRIC MEASUREMENTS 
OVER A WIDE TEMPERATURE RANGE 



Figure 1. View of the modified dielectric sample 
holder with the special cover plates installed. 


To simplify the measurement of solid 
dielectric samples over a considerable 
range of temperature, the Research Lab¬ 
oratories of the Tennessee Rastman 
Compaiiy, Division of Eastman Kodak 
Company, have developed an interest¬ 
ing mcKiitic^tion of the Type 1090-A Di¬ 
electric Sample Holder. This modifica¬ 
tion avoids the long leads usually asso¬ 
ciated with a conditioning oven, which 
ordinarily requires a three-terminal sys¬ 
tem to eliminate the effects of lead 
capacitance. 

As indicated in Figure 1, the remov¬ 
able covers at the ends of the main botly 
of the sample holder have been replaceil 
by specially designed covers fitteil with 
tubular connections to permit the circu¬ 
lation of heated or cooled air through 
the liolder. 

'I'he covers, which are .showm in iJetail 
in Figure 2, are hollow* chambers. .\ir 


is fed into the tubular intake and e.x- 
hausted at lower velocity into the sample 
compartment through a slot of five times 
the intake area. Air leaves the sample 
compartment through the slot in the 
other cover. The entire cell is thus a 
plenum chamber in which the pressure 
is maintained well above atmospheric 
level. The location of the slots (intake 
at the bottom of the cover, outlet at the 
top) produces sufficient turbulence to 
avoid hot spots. 

The compressed air supplied to the 
(;ell is heated by passage through a spiral 
copper tube in intimate contact with 
an electrically heated aluminum block. 
This modified sample holder has been 
used successfully at ternf>eratures up 
to 110°C. 

The complete measurement .setup, 
consisting of a Type 710 (’’apacitance 
Bridge, a Type 1231 Amplifier and Null 
Detector, and a Type 722 Precision 
Condenser, is shown in Figures. 

Although used by Tennessee Eastman 
at audio frequencies, the arrangement 
described has particularly interesting 
possibilities at higher frequencies. The 
measuring circuits may be u.se<l in a nor¬ 
mal manner, obviating the problems of 
placing the specimen holder or the 



Rgure 2. Close-up view of the covers, showing the 
slots through which air is pumped into, and exhausted 
from, the sample compartment. 
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inciisuriiig circuits themselves in a con¬ 
ditioning chamber. 

Editor's Note: 

The information on which the fore¬ 
going article is based was furnished by 
Mr. R. G. Devany of the Research Lab¬ 
oratories, Tennessee Eastman Com¬ 
pany. The covers for the sample holder 
were made by Mr. Blake Chapman of 
the Instrument Development Shop, 
Tennessee Eastman Company, Kings¬ 
port, Tenn. 


Rgure 3. View of the measuring assembly at the 
Tennessee Eastman Company laboratories, showing 
the modified sample holder connected to a Type 716 
Capacitance Bridge. 



A CLIP-TYPE LOCK FOR TYPE 874 CONNECTORS 


General Radio Type 874 Connectors 
have been designed for best electrical 
performance and greatest convenience 
in use in the laboratory. The screw lock 
found on most coaxial connectors has, 
therefore, been omitted, because the 
sliding friction between mated connec¬ 
tors is sufficient under ordinary con¬ 
ditions to prevent accidental opening. 

In setups where line length must bead- 
justed frequently, some kind of lock be¬ 
tween connectors may be desirable. The 
flared ends on the outer conductors of the 
Type 874 Connectors make it possible to 
Type _ 

874-Y I Cliplock.*., 


use an extremely simple locking device. 

The Type 874-Y Cliplock, designed 
for this purpose, consists of a flat, stain- 
less-steel spring, which is easily rolled 
over the joint of two connectors to pro¬ 
duce a compact, neat, locked joint. The 
edges of the spring fit between the over¬ 
lapping flanges of a mated connector 
pair and prevent it from pulling apart. 
To increase the holding power of the 
lock, the spring has been pre-stresseil 
to make it a Negator.* 

•W. J. Cook and P, C. Clark, Produti Enuinr.rring, July. 
1&49; H. Mankonen, InMtrumenltt, 19.52; F. A. Votta, Jr., 
Paper No, 51-F-ll, The American Society of Mechanical 
Engineers, June, 1951. 

Code Word Price 

.I COAXLOCKER | 10 fOF $1.75 


The Giplock before installation. To install, simply roll the spring oround the mated connectors. Spring clings 
tightly to connectors, holding them firmly together. 
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MISCELLANY 


SUMMER CLOSING 
Vacation — Duriii)j; tho weeks of July 
27 uiul August 3 most of our employet*H 
will Ik* vaeationing. Manufacturing <!(*- 
part men Is will l>e close<l, and other de¬ 
partments will Ik* manniHl by a skeleton 
stair. Kverj’’ effort will Ik* made to take 
care of urgent business, but repairs can¬ 
not Ik* made, except in hardship cases. 
Our Service Department recjuests that 
shipments of material to be repaired be 
sche<luhHl either to reach us well Ik*- 
fore this vacation peri(Kl or delaycni until 
afterward. 

Recent Visitors to the (leneral Radio 
Riant and I.aboratories — Mr. Harold 
Rage, Head of Radi<» Section, He.search 
Department, Hriti.sh Hroadc:usting Cor- 
|H)ration; Dr. Otto Briine, Principal 
Research Officer, National Physical 


Laboratory, Pretoria, South Afriira; 
and Dr. Tatsuo Hayashi, Director, 
Radio Precision Corporation, 0.sjika- 
Ku, Japan. 

ERRATA 

Our attention has bec*n called to an 
error in the diagram on page 7 iJ the 
March i.ssue of the Experimenter^ in the 
article entitled. ‘‘Portable Te.st .\uUk 
transformers.” 

In the leads to the sele<*tor switch, 
the lead to the switch arm shown ns 
23()V should have no markings; the lead 
show n as 270\' should be 230\’^; the lead 
to the other point on the sw'itch should 
be market] 270V. 

On page l of tin* March iasue, the 
dale of publication of Mr. Giacoletto’s 
article (footnote 2, page I) .should have 
bmi given as March, 19o^L 
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